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A Low-Frequency Spectrum Analyzer 
That Makes Slow Sweeps Practical 

Tuning through a 5 Hz-to-50 kHz range with a one- 
hertz bandwidth must be done slowly, if accurate 
results are wanted. This new spectrum analyzer 
speeds up the process while bringing a number of 
other conveniences to this class of instrument. 

By William L. Hale and Gerald E. Weibel 



SPECTRUM ANALYZERS AND WAVE ANA- 
LYZERS perform the same function — separate 
and measure the individual frequencies that make 
up a complex signal. In the low-frequency range, 
they are useful for analyzing the characteristics of 
sounds, of mechanical vibrations, of communica- 
tions signals, and of electrical waveforms in general. 

For many applications spectrum analyzers are 
the most popular because they sweep repetitively 
through the frequency range of interest, displaying 
all the signal components at one time as amplitude 
versus frequency on the cathode-ray tube. 

Low frequencies, however, present special prob- 
lems to these instruments. To allow for the re- 
sponse time of the very narrowband filters needed 
for good separation of spectral components, the 
frequency sweeps have to be so slow that the cath- 
ode-ray tube does not retain enough of the slow- 
moving trace to obtain a meaningful display. 

One way around this difficulty has been to use 
storage CRT's. But now, present-day digital tech- 
nology makes possible another way of coping with 
painfully slow sweeps, a way that also brings other 
conveniences to low-frequency spectrum analysis. 
Digital storage of a spectrum makes it possible to 
combine the convenience of non-storage CRT dis- 
play with the selectivity of a precision low-fre- 
quency analyzer. The new HP Model 35B0A Spec- 
trum Analyzer (Fig. 1) sweep tunes at a rate appro- 
priate for the selective bandwidth employed, stores 
the resulting spectrum in a digital memory, and 
then reads out the stored information repetitively 
for flickerless display on a conventional CRT. 

Fundamentally a Precision Instrument 

Basically, the Model 3580A is a high-quality ana- 
lyzer. Minimum handwidth of its selective circuits 
is 1 Hz. and this is useful over the entire 5 Hz-to- 
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50 kHz range. It has a display range of more than 80 
dB, 20 to 40 dB greater than others. Coupled with 
the high selectivity, this makes it possible to de- 
tect low-level spurious signals and powerline relat- 
ed sidebands close to a large spectral line (Fig. 2). 

The noise level is less than 30 nV with the 1-Hz 
filters, allowing the most sensitive range to be 100 
nanovolts full scale. The new instrument gives this 
performance in a compact package that is easily 
carried and that can be operated on internal batter- 
ies. 
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Fig. 1. Model 3580 A Spectrum Analyzer spans a 5 Hz-50 
kHz frequency range with Ireguency sweeps optimized tor 
narrow-band selectivity Even at very slow sweep rates, a 
flickerless display is obtained through use of digital storage 



Speeding a Slow Sweep 

One of the conveniences that the new Model 
3580A brings to low-frequency spectrum analysis 
is adaptive sweep. To the operator, this works like 
the conventional baseline clipper in that spectral 
components lying below a selected amplitude level 
are blanked out (Fig. 3). In the 3580A, wherever the 
spectrum is below the selected threshold, the sweep 
is speeded up by a factor of 20 or so. It slows to the 
selected sweep-tuning rate only when sweeping 




Fig. 2. Wide dynamic range and 1-Hz bandwidth enable 
the Model 3580A Spectrum Analyzer to resolve closely- 
spaced, low-level spectral components. Here, the Ana- 
lyzer separates 54-Hz sidebands, caused by a cooling 
tan in the equipment rack, trom 60-Hz powerline-related 
sidebands in this 10 kHz oscillator signal. Vertical calibra- 
tion is 10 dB'dlv; frequency span is 10 Hz/div). 



through spectral components that exceed the thresh- 
old by 6 dB. Since many spectra include only a 
few responses of interest, the new adaptive sweep 
system reduces the time needed for high-resolution 
scans of low-frequency spectra. A factor-of-ten re- 
duction in overall sweep time is not uncommon. 

Another convenience, made possible by the digi- 
tal storage is the ability to retain a spectrum for later 
simultaneous display with a new spectrum for com- 
parison purposes (Fig. 4). The stored spectrum can 
be displayed continuously, or it can be blanked 
out and then recalled to the display whenever de- 
sired. 

How Well It Works 

The capabilities of the new Model 3580A Spec- 
trum Analyzer are perhaps most easily described 
with reference to the front-panel, Fig. 5. The two- 
speed FREQUENCY tuning crank selects either the 
beginning or center of the range of frequencies to 
be examined by sweep tuning, as determined by 
the switch below the frequency indicator. Tuning 
resolution is 1 Hz and tuning accuracy is nominally 
±100 Hz. Frequency stability, however, is remark- 
ably good, within ±10 Hz/hour. 

The frequency span covered during a sweep can 
be as narrow as 50 Hz or as wide as 50 kHz. A zero- 
frequency span is included for observing amplitude 
fluctuations at a single frequency for a period of 
time. 

The sweep time is selectable from 0.1 to 2000 
seconds per sweep. The selective circuits can have 
one of six bandwidths from 1 to 300 Hz, If the band- 
width selected is too narrow to respond fully as 
the frequency is swept, the ADJUST warning light 
comes on, indicating that either the bandwidth or 
the sweep time should be increased, or the frequen- 
cy span should be reduced. If the controls are set so 
as to cause the instrument to sweep either above 50 
kHz or below 0 to "negative" frequencies, the y-axis 
circuits are blanked so only the baseline is displayed 
in the out-of-range portion of the spectrum. 

The instrument sweeps repetitively or it can be 
set to sweep once then stop, retaining the spectrum 
on display. The operator can also tune manually. 

For the convenience of those who wish to use 
the instrument as a frequency-response test set, a 
single-range logarithmic sweep (from 20 Hz to 43 
kHz) is provided for making Bode plots. A tracking 
oscillator output (0 to IV into 600Q] is available 
on the rear panel as the measurement stimulus 

Input Flexibility 

The input impedance is 1 megohm shunted by 
30pF, making it possible to use a standard oscillo- 
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Fig. 3. Adaptive sweep speeds 
up the Irequency scan when re- 
sponses are below a selected le- 
vel It took 100 seconds to scan 
the spectrum in the left-hand 
photo without adaptive sweep. 
With the adaptive sweep thre- 
shold set above the noise level 
(right), the same spectrum was 
scanned in 12 seconds. 



scope probe if higher input impedance is needed 
and/or if large-amplitude signals are encountered. 
The maximum input signal level allowed for non- 
distorting operation without a probe is 30V (no 
damage occurs with signals up to 100V rms). 

As has been common practice, two amplitude 
controls are provided. The INPUT SENSITIVITY 
control allows the operator to adjust the signal 
level to the maximum permitted by the linear range 
of the input amplifiers, for best signal-to-noise ratio 
without distortion (the intermodulation resulting 
from nonlinear operation would add false responses 
to a spectrum). The AMPLITUDE REF LEVEL control 
expands the display vertically for examination of 
fine detail. A mechanical coupling between the 
AMPLITUDE REF LEVEL control and the indicia of 
the INPUT SENSITIVITY control enables the overall 
CRT calibration factor to be read directly from the 
INPUT SENSITIVITY dial. 

A CAL signal for verifying calibration of both 
axes of the display is provided (see Fig. 5). The 




Fig. 4. A spectrum can be stored and then presented simul- 
taneously with a new spectrum tor comparison This photo 
shows the 0-1 kHz vibration spectrum at two different points 
on a pump motor (one was offset 20dB to prevent overlap). 
Comparisons such as this would be helpful in identifying the 
location of resonances 



vertical calibration of the display can be either 
linear or logarithmic. The linear mode allows am- 
plitude measurements in volts. The log mode enables 
the entire 80-dB dynamic range to be displayed at 
one time (a front-panel switch allows calibration 
either in units of dBV or, with an external 600H 
termination at the input, in dBm units). In the log 
mode, the 1-dB/div button gives 10X expansion. 
The AMPLITUDE REF LEVEL control then serves 
as an offset control so any 10 dB segment of the 
normal display can be brought on screen at 1 dB/cm. 

The instrument normally operates on ac line pow- 
er but, to eliminate ground loops or operate where 
line power is not conveniently available, it can also 
operate for more than 5 hours on an optional bat- 
tery pack (field-installable). The batteries are re- 
chargeable while in the instrument (16 hours for 
full recharge) but. to keep the power supply at a 
reasonable size and weight, the instrument was not 
designed to allow instrument operation at the same 
time the power supply is recharging the batteries. 

Filter Shape 

The selective filter is the heart of any wave or 
spectrum analyzer, as the characteristics of the fil- 
ter determine the ability of the instrument to sepa- 
rate individual spectral components. The 3-dB 
bandwidth tells only part of the story, however. 
How steeply the response curve falls indicates the 
ability of the analyzer to reject a large component 
when measuring a small one closely adjacent. The 
shape factor — the ratio of the — 60-dB bandwidth 
to the —3-dB bandwidth — is a good indicator of 
this. The Model 3580A has a shape factor of 10 on 
all bandwidths except the 300 Hz width where it is 8. 

But this is still not the whole story. The shape of 
the response curve is important to a sweeping ana- 
lyzer, as this determines how long it takes for the 
filter to respond and stabilize to a change in signal 
level. The filter response curve preferred for spec- 
trum analyzers is the Gaussian curve as this pro- 
vides the fastest response without ringing. 
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The filter characteristics desired for the Model 
3580A were most readily approximated by cascad- 
ing five crystal resonators, all tuned to the same 
center frequency. So that the passband shape will 
not vary with temperature, the crystals are matched 
both for temperature coefficient and for the tem- 
perature where the curve of frequency vs tempera- 
ture has zero slope. 

FF.T amplifiers isolate the filter sections from 
each other. Bandwidth is easily switched by change 
of the damping resistors that affect circuit Q, with 
appropriate adjustment of amplifier gain. Overall 
filter response is shown in Fig. 6. 

An important by-product of the filter design is 
that alignment is straightforward and very fast. 

Tuning Range 

The crystals available for the selective circuits 
dictated the choice of 100 kHz for the IF channel, 
if 1-Hz bandwidth were to be realized. To keep the 
instrument's costs as low as possible commensurate 
with the performance expected, a single-conversior 
scheme is used. This dictated an upper frequency 
range of 50 kHz to avoid problems with image fre- 
quencies. 

The selective filters are also a major factor in 
determining the low-frequency end of the tuning 
range. The filters determine how close the local 
oscillator can be tuned to the IF frequency without 
feeding through the IF. To begin with, good mixer 



Fig. 5. Model 3580A Spectrum 
Analyzer displaying the spectrum 
ol its own calibration signal, a 
crystal-controlled. 10-kHz tram ot 
15 /js pulses. The even spacing 
ol the spectral lines illustrate the 
instrument's display linearity Ad- 
justing the screw-driver CAL 
control to place the tundamental 
at the top CRT graticule line 
calibrates the top-line reference 
level within 1.5% accuracy. 



balance suppresses LO feedthrough (zero beat re- 
sponse is more than 30 dB below the display ref- 
erence level). With the 1-Hz filter switched in, there 
is an overall 80 dB suppression of the local oscil- 
lator signal when tuned only 5 Hz above the 100- 
kHz IF. The instrument can be tuned lower, of 
course, but IF feedthrough must then be accounted 
for. At 4 Hz. for example, the LO feedthrough is 
70 dB below the reference level. 




Frequency 



Fig. 6. Overall Irequency response ol Model 3580 A s 1-Hz 
selective circuits compared to a 3-Hz Butterworth titter 
that has a shape lactor ot 4. The two have the same reso- 
lution at the -60 dB level but the 1-Hz tiller, besides 
having better resolution at higher levels, also has taster 
response. 
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High Stability 

To make the use of very narrowband filters prac- 
tical, an uncommonly "quiet" local oscillator is re- 
quired. Oscillator instabilities result in an apparent 
widening of the response curve. 

The stability problem is compounded when the 
oscillator must be tuned electrically. Amplifier 
noise on the tuning control voltage can contribute 
as much instability as the oscillator itself. 

Then there is the problem of making frequency a 
linear function of the control voltage, this to make 
the three-place digital tuning dial read accurately. 
The design that evolved uses an oscillator with a va- 
ractor-tuned LC tank circuit. By operating the os- 
cillator at ten times the LO frequency, or 1-1.5 MHz. 
LC tank-circuit parameters were found, using a va- 
ractor diode of the hyper-abrupt junction type, that 
gives a voltage/frequency characteristic that is lin- 
ear within a few percent. A tuning voltage change 
of only seven volts tunes this oscillator over the 
desired range. 

Noise on the tuning voltage must be less than a 
few nV/\/ Hz at noise frequencies below 100 Hz, 
however. Otherwise, FM noise sidebands would not 
be held below the -90 dB level. Because of the 
noise problem, the use of amplifiers in the control 
loop was avoided, a step that precluded the use of 
diode shaping networks to linearize the V-to-F 
characteristics. 

Instead, a precision discriminator, as shown in 
Fig. 7, is used to linearize the V-to-F characteristics, 




10-15 kHz 



DCot Frequency 



Fig. 7. A precision discriminator makes the oscillator fre- 
quency a linear function ot the control voltage. The con- 
trol voltage is a ramp that starts at a dc level determined 
by the FREQUENCY tuning control and by the START/ 
CENTER switch, and that rises at a rate determined by 
the SWEEP TIME control to an amplitude determined by 
the FREQUENCY SPAN control (see Fig. B). 



as well as to improve the accuracy of frequency 
setting. As a result, tuning linearity of the oscillator 
is better than the 0.1 % linearity of the 10-turn tun- 
ing potentiometer (overall linearity at the display 
is within 1%, see Fig. 5). The discriminator is de- 
scribed in the box on the page opposite. 

The oscillator output is divided by 10 to get the 
needed 100-150 kHz LO signal. Short-term drift of 
the divided-down signal is less than 1 Hz and noise 
is 70 dB below the LO signal in a 1-Hz bandwidth 
10 Hz from the LO frequency. 

The undivided oscillator output is also supplied 
through a buffer amplifier to a rear-panel connector. 
This output makes it possible to measure the fre- 
quency with an electronic counter in one-tenth the 
gate time needed to get the same resolution when 
measuring the LO frequency directly. 

A 0-50 kHz tracking oscillator signal is derived 
by heterodyning the 100-150 kHz LO signal with a 
100-kHz crystal oscillator. The crystal is identical 
to those used in the selective filters and is supplied 
as part of the matched crystal set. The tracking 
oscillator output is thus close to the center of the 
instrument's tuning at all times. 

The 100-kHz crystal oscillator also is used to de- 
rive the 10-kHz CAL signal output. 

The Signal Path 

A block diagram of the analog portion of the 
Model 3580A Spectrum Analyzer is shown in Fig. 8. 
Control of the amplitude of the input signal is dis- 
tributed through several stages, as shown in Fig. 9. 
This allows the use of an input attenuator with 
20-dB steps while allowing gain to be switched in 
10-dB steps. The 20-dB attenuator has lower output 
impedance than a 10-dB attenuator and hence lower 
noise. Thus, the input impedance can be made 1 
MO rather than the 100 k'-i commonly used. 

The input amplifier uses a premium, low-noise 
FET. The circuit configuration and operating points 
chosen keep harmonic distortion products more 
than 95 dB below the signal level. A peak detector 
warns the user if the signal level exceeds the linear 
range of the amplifiers. 

The mixer is a commercially-available mono- 
lithic, balanced modulator-demodulator that works 
over a 90-dB range. 

The final IF amplifier stage is switched. A linear 
amplifier is used for measurement of signal ampli- 
tude on a linear scale, and a logarithmic amplifier 
is used for the wide-dynamic-range display on a dB 
scale, The logarithmic amplifier is a hybrid-IC type 
used in other HP signal-analyzing instruments. 1 • 

The detector is an averaging type. This is fol- 
lowed by a smoothing filter that is switched along 



E 



© Copr. 1949-1998 Hewlett-Packard Co. 



INPUT 
SENSITIVITY 



® 



RESOLUTION 
BANDWIDTH 



AMPLITUDE 
REF LEVEL 



Amplifier 
Attenuators 




Narrowband 
100 kHz IF 
Filler 



INPUT 



5 Hz 50 kHz 



I 



100 150 kHz 



Local 
Oscillator 




Bulfer 
Amplifier 




100 kHz 

i 


Crystal 




Oscillator 



Log Sweep 
Generator 







CRT Ramp 






! crt 1 


Generator 


— < 







0 50 kHz 



Tracking 
Generator 
Output 



Fig. 8. Block diagram of Model 3580A Spectrum Analyzer. The basic scheme is similar lo 
traditional wave/spectrum analyzers: heterodyne the input signal upwards with a tunable 
local oscillator signal, apply the resulting difference frequencies to a narrowband IF strip, 
and provide means tor measuring the one that passes. 



with the bandvvidths. When measuring noisy sig- 
nals, the degree of smoothing can be increased with 
a front-panel control in a tradeoff with response 
time. 

The output signal processor includes switchable 
gain stages and offset control. From there, the sig- 



nal goes to the digital processing circuits. It also 
goes to the y-axis output for external recorders. 
This arrangement assures that the scale factors of 
the CRT display and recorder output always cor- 
respond, a convenience in setting up recorder plots. 
It should be noted, though, that the recorder outputs 



Precision Discriminator 



The discriminator in ihe Model 3580A's oscillator control 
loop is the type that obtains a dc control voltage by averag- 
ing ihe pulsed output of a monostable multivibrator. The 
multivibrator triggers at each zero crossing or the oscillator 
waveform 

Generating pulses with the degree of width stability 
needed to make the dc output a linear function of the multi- 
vibrator repetition rale is no )ob for the conventional one- 
shot As shown in the drawing, the pulses are generated al 
Ihe Q output of a J-K flip-flop. Between pulses, transistor 
Q1 Is cut off and capacitor C charges toward the supply 
voltage V, : When an input trigger occurs. Ihe transistor is 
turned on, providing a low-impedance path for the LC cir- 
cuit, which then rings al aboul 280 kHz with the energy stored 
in C The lightly-damped sinusoid developed across re- 
sistor R is squared up in ihe clipping amplifier to define zero 
crossings more accurately, and the resulting pulses are 
counted by a -M4 counter, the output of which resets the 
J-K flip-flop. The width of Ihe J-K pulse, which is aboul 50 
>iS wide, thus depends on the LC resonant frequency, which 
is relatively stable. 
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are tapped off ahead of the digital processor and 
thus do not supply signals stored in the digital 
memory. 

Digital Processing 

Contemporary practice uses shift registers to 
store waveforms digitally. Instead, the Model 3580A 
uses a random-access memory (RAM). This is for 
two reasons. For one, the RAM system can be im- 
plemented with CMOS circuits, resulting in a sig- 
nificant reduction in power dissipation. For another, 
adaptive sweep requires a brief reversal of the fre- 
quency sweep, something that would be more diffi- 
cult to do with shift registers. 

A block diagram of the digital processing system 
is shown in Fig. 10. Note that the system uses two 
voltage ramps — one that runs repetitively at a 50-Hz 
rate for the CRT display, and one that runs at a rate 
set by the front-panel frequency sweep controls 
for tuning the Analyzer (normalized to a 0-to-4.75 V 
span). 

The RF oscillator in the CRT power supply serves 
as the clock. This operates somewhere between 55 
and 70 kHz, a rate high enough to avoid interference 
with the measuring circuits. 

The RAM is a 1024 > 8 array. Each of the 1024 
addresses corresponds to a position on the CRT 
x-axis. Horizontal resolution this fine is desirable 
because of the abrupt changes in y-axis amplitude 
that occur in a spectrum analyzer display. 

The 8 bits at each address represent the ampli- 
tude of the y-axis signal. This gives a resolution of 
256 levels for the y-axis. The maximum amplitude 
error that can result from quantization into 256 
levels is less than 0.4%. well within the accuracy 



requirements of the instrument. 

During each period of the Cll clock, there is a 
write phase and a read phase for the RAM. The ad- 
dress multiplexer selects an address corresponding 
to the frequency sweep position for the write phase 
and an address corresponding to the CRT sweep 
position for the read phase. This way, the CRT 
sweep operates independently of the frequency 
sweep and may thus operate at a constant rate.* 

During the read phase, the data stored at that 
particular address is latched out to a digital-to- 
analog converter. The resulting analog voltage is 
passed through a line generator to the vertical de- 
flection circuits of the CRT. The line generator' 
traces a line from sample to sample so the displayed 
trace is a continuous line, rather than a series of 
dots (Fig. 11). 

Since the CRT is swept at a constant rate, the 
read address can be obtained from a 10-bit counter 
that increments one count for each clock pulse. A 
reset pulse from the counter to the CRT ramp gen- 
erator synchronizes the two at the start of each 
CRT sweep. This occurs during the last two clock 
periods so the display actually has 1022 x-axis 
segments. 

The address for the write phase is obtained from 
the frequency tuning ramp by way of an analog- 
to-digital converter. Because of the relative slow- 
ness of the frequency sweep, several write phases 
occur at each x-axis address. For example, on the 
longest sweep (2000 seconds), the A-to-D converter 
dwells on each address for about 2 seconds during 
which time 100,000 write phases occur. Since the 

* A side benefit of the constant display rate is that changing me front-panel sweep 
tuning controls lui no effect on the CRT intensity or focus. Once the CRT controls 
ire set for a satisfactory trace, there is no need to bother with them further. 
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Fig. 9. Input circuits distribute the attenuation ana gam functions to allow a wide range ol sig- 
nal amplitudes to be accommodated without introducing distortion or degrading the signaMo- 
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Permanent Waveform Storage 



When the front-panel STORE button is pressed, the digi- 
tal system looks at every pair of adjacent addresses, com- 
pares the numbers stored there, and stores the larger of 
the two in the even-numbered address This is to assure 
that the peak value of every response is maintained in the 
stored trace The odd-numbered addresses are then made 
available for new data 

The additional functions added to the basic digital system 
of Fig, 10 for doing this are shown in the diagram at right. 
This svstem is under control of a four-state logic machine. 

When the STORE button is depressed, the four-state ma- 
chine waits until a carry-out from the CRT address counter 
indicates completion of the CRT sweep presently in prog- 
ress, then it goes to its second state In this state, the ad- 
dress multiplexer Is forced to stay switched to the address 
counter so read and write phases both occur at the same 
address 

An instant before each latch signal (CI2) occurs, the input 
to the latch contains the data stored in the present memory 
address and the latch output has the data that was in the 
previous address These two numbers are compared, by 
adding the present address to the complement of the pre- 
vious address, and if the presently addressed value is the 
larger of the two, the write control is instructed to allow the 
output of the latch to be written into memory. When the write 
phase occurs, the data at the present address will have 
been transferred to the latch output and it will thus be writ- 
ten back into memory. 

If the data at the present address were not the larger, 
the write control logic would inhibit the writing of data, and 
the memory contents would remain unchanged. 

During the write phase, the least significant bit of the 
address is forced to zero, if it is not already zero. If the 
least significant bit is "one," and the data in that address 
is larger than that in the previous address, the present data 
will then be written into the previous address. If, on the 
other hand, the present address were even-numbered, and 
its data were the larger, the present data would simply be 
written over itself and no change would occur. 

When all the addresses have been scanned in this mode, 
the four-state machine goes to its third state. Now the sys- 
tem reverts to normal operation with some exceptions. The 
least significant bit of the frequency sweep A-to-D con- 
verter is forced to one. so new information is loaded into 
odd-numbered addresses only The CRT sweep address 



counter is switched so that in one sweep only the odd- 
numbered addresses are read out and on the next sweep 
only the even-numbered addresses are read out. This is 
done by making the most significant bit of the address 
counter the least significant bit of the address At the same 
time, the ramp speed is doubled 

When the STORE BLANK button is depressed, the least 
significant bit of the address counter is forced to "one," 
so only the contents of the odd-numbered addresses are 
displayed 

When the operator returns the instrument to the non-store 
mode, the four-state machine initially goes to its fourth 
state at the time the address counter indicates the end of 
a sweep. On the next sweep, the contents of the odd-num- 
bered addresses are written into adjacent even-numbered 
addresses by using the multiplexers as before. At the end of 
this sweep the four-state machine goes back to its first state, 
returning the system to normal operation. Now, however, 
only the most recent spectrum is in memory with each pair 
of addresses having the same contents. If this step had not 
been taken, the line generator would have totally confused 
the display by drawing lines between the two spectra stored 
at alternate addresses. 



From 
Y-axis 
A-to-D 
Converter 



Store 
Mullrpteiei 



From frequency tuning 
ramp A-to-D Converter 




A 



Address 
Multiplexer 





CRT Address 


■ 


OtoA 
Converter 




Counter 
(10 bits) 


1 



T CI 1 



ten U 

To Line 



(Reset) 



Generator 



4.75 V r 



Y axis 
Signal 



A In D 
Converter 
(8 bits) 



4.75 V 



Y-axis 
Signal 



(New Address) 




A to D 
Converter 
(10 bits) 



Frequency 
tuning ramp 




n n_ 



Fig. 10. Digital processing in the Model 3580A 
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Peak-Detecting 
Analog-to-Digital Converter 



The peak value of the y-axis signal during any segmeni 
of the x-axis is selected by the A-to-D converter shown in 
the block diagram below. 

The digital output is derived in a reversible counter. The 
y-axis input is compared to the number in the counter (con- 
verted to an analog value) to indicate whether the counter 
should count up on the next clock pulse to match the y-axis 
value, or count down. 

At the start of a new x-axis segment, a reset pulse from 
the frequency sweep A-to-D converter resets the four-state 
logic machine, shown in more detail at right. Each of the 
decision boxes asks "Is the output of the y-axis comparator 
high?" In the case of a rapidly rising signal, where the 
counter would be trying to catch up to the y-axis, the de- 
cision would be "yes" on each clock pulse and on the 
third clock pulse, the machine would be in state D, where 
it locks up until reset. 

If the y-axis were changing slowly, more clock pulses 
would elapse before the machine arrives at state D. but once 
there it would lock up and remain there until reset. 

Whenever the machine is in state D, the counter Is In- 
hibited from counting down. Thus, during the remainder of 
the x-axis segment, the counter can count up whenever the 
y-axis input exceeds the stored value, but It does not count 
down when the y-axis input is less. The value retained thus 
represents the peak value of the y-axis signal during that 
x-axis segment. 



*sUte 
Machine 




D lo A 
Converter 



On the other hand, if in three clock pulses the y-axis 
signal moves down more than the analog value of one count, 
the machine never reaches state D. The value then retained 
for eacn x-axis segment is the value at the end of the seg- 
ment. In this case, the A-to-D converter is not presenting 
the peak value, but is giving a truer depiction of a rapidly 
falling signal. 

The carry-out signal from the counter is used as a limit 
stop. When the contents are all Vs. the carry-out inhibits 
the clock pulses if an up-count is indicated, and when the 
counter contents are all O's, it inhibits the clock pulses If a 
down-count is indicated. 




y-axis signal can change during this time, it is im- 
portant that the value retained in storage as the 
sweep moves onto the next address is truly repre- 
sentative of the y-axis signal. Since the magnitude 
of a spectral component is the quantity of interest, 
the value retained is the peak value. The y-axis 
A-to-D converter selects the peak value, as de- 
scribed in the box above. 

Peak selection also retains the peak value of 
noise. The switchable smoothing filter averages the 



noise before the A-to-D conversion, so noise mea- 
surements can be made. 

Storing Waveforms 

When the front-panel STORE button is pressed, 
the spectrum on display is retained while a new 
spectrum is written and displayed. In this mode, 
one half the memory (512 words) is used for per- 
manent storage and the other half remains receptive 
to the input. 



to 



© Copr. 1949-1998 Hewlett-Packard Co. 



Pressing BLANK STORE suppresses the display 
of the stored spectrum without erasing it. Pressing 
the button again to release it returns the stored 
waveform to the display. Pressing CLEAR WRITE 
loads all zeros into the active part of the memory 
without disturbing a stored spectrum, and returns 
the frequency sweep to the start frequency. 

A description of how the stored-waveform sys- 
tem operates will be found in the box on page 9. 
The storage system is organized so even-numbered 
RAM addresses are used for the stored waveform 
and odd-numbered addresses are used for incoming 
waveforms. The CRT ramp then runs at twice its 
normal rate (10 ms per sweep), displaying the even- 
numbered addresses every other sweep and the 
odd-numbered addresses on alternate sweeps. This 
arrangement for alternating the displays allows the 
line generator to be used when two spectra are dis- 
played. 

Horizontal resolution is cut in half in the STORE 
mode. Since the reduced resolution is adequate for 
the majority of applications for this instrument, it 
was felt that the cost and the added power drain 
of an extra memory for retaining the 1000-segment 
resolution could not be justified. 

Adaptive Sweep 

As mentioned previously, adaptive sweep accel- 
erates the tuning rate whenever the instrument's 
response is below a selected amplitude level. This 
requires more than a straightforward change of 
sweep speed, however. Because the sweep speed 
can be 20 X faster during the fast sweep, the sweep 
could already have tuned past the center of a spec- 
tral line before the narrowband filters could re- 
spond to a change in signal level. 

The adaptive sweep system therefore steps back 
when a response is encountered, pauses a moment 
to let transients decay, then starts the slow sweep. 



The amount of step back is determined by the IF 
bandwidth in use and the sweep width. 

The slow sweep continues for a time that would 
normally carry it well beyond the point where the 
response again drops below the threshold level. 
Unless the slow sweep were extended, transient 
sidebands generated by the local oscillator while 
changing sweep speeds could institute a new step 
back if they combined with the decaying response 
to produce a signal higher than the threshold. 

The shape of the adaptive sweep control signal 
is shown in Fig. 12, 

The adjustable threshold level can be set any- 
where between 0 and 60% of full screen. An analog 
dc voltage corresponding to the threshold level 
clamps the baseline of the CRT vertical deflection 
signal so the display baseline will appear at the se- 
lected threshold level. 

Power Requirements 

The instrument dissipates less than 15 watts, per- 
mitting battery operation (total dissipation when 
operating on ac line power is 35 watts). The CRT 
filament takes only one watt, and the 5-volt digital 
circuits were "stacked" for 10-volt operation (12- 
volt batteries are used) so current for the digital 
portion could be cut in half. As a result, forced-air 
cooling is not required. Neither are vent holes 
needed, thereby increasing the instrument's immu- 
nity to dusty environments. 

Balanced Input 

For those who wish to make measurements on 
balanced lines, an optional transformer-coupled 
input is available. CRT calibration is then switch- 
able to be in dBm units with respect to 900fi or 6000, 
or in volts. The transformer restricts the input to a 
frequency range of 300 Hz to 20 kHz and frequency 
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Adapting a Sweep 



The adaptive sweep system is controlled by the eight- 
state logic machine diagrammed at right. 

A comparator, shown at far right , determines the backward 
and forward sleps The ramp input to the comparator is 
grounded except when comparisons are being made. While 
the input is grounded, capacitor C charges so at the instant 
the switch opens, the ramp input starts from ground to track 
the frequency sweep ramp. 

The other input to the comparator is a reference derived 
from the settings of the BANDWIDTH and SWEEP WIDTH 
controls. This determines how far the frequency sweep steps 
back when a response is encountered 

The sequence of events is most easily followed by start- 
ing with state E of the logic diagram. Here, the adaptive 
sweep controller is causing the frequency sweep to move 
at the fast rate, and it continues to do so as long as the 
y-axis input does not exceed the threshold (no response 
present). 

When a response is delected, the controller moves on to 
state F. causing the instrument to sweep backwards while 
comparing the ramp voltage to the reference (W)- The 
backward sweep continues until the ramp falls back an 
amount equivalent to V«., which then causes the comparator 
output to go low When this occurs, the controller goes to 
state G. stopping the sweep. 

At the conclusion of the pause, the controller starts the 
slow sweep (state H) and it permits y-axis data to be proc- 
essed At the same time, the reference voltage is switched 
to a positive value (V«.), equal in magnitude to 0.75 W. 
The slow sweep continues until the ramp input to the com- 
parator rises above its starting level (ground) to a level 
equal to V«. at which time the controller goes back to state 
C If no response Is present, the controller steps through 
state D, returning to the fast sweep in state E. 




(Continued) 



.75V 




TIME 



response over this range is =t0.5 dB. A similar trans- 
former is provided at the tracking oscillator output 
so the instrument can also be used to stimulate bal- 
anced lines. 



Fig. 12. Sweep tuning ramp steps back when a response is 
encountered, insuring that the instrument will tune slowly 
across the full range of the response The amount of step 
back is determined by V". derived from the settings of the 
BANDWIDTH AND SWEEP TIME controls 



Optimum Sweep Rate 

A front-panel indicator guides the user in selecting suit- 
able sweep parameters. If the Indicator turns on, the instru- 
ment is sweeping too fast for the bandwidth in use. 

It can be shown that for less than 2% amplitude error, 
the sweep rate should be no greater than half the square 
of the bandwidth. Sweep rate depends on the settings of 
sweep time and frequency span. Thus. 

Hz/dlv 

Sweep rate = < 16 BW 1 

Time/div 

or, 

Log (V» BW) + log (Time/div) -log (Hz/div)>0 
This equation is implemented by using weighting resistors 
at each switch position to supply voltages to a summing 
amplifier. If the inequality is not met. the amplifier turns on 
the LED indicator. 
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Had a response been presenl at the time the controller 
moved back to state C, the controller would have stayed 
there, maintaining the slow sweep until a response Is no 
longer present. 

Note that at the start of a sweep (states A and B) the 
controller pauses, then starts the sweep at the slow rate 
just in case a response might exist In that part of the spec- 
trum If no response is present, it quickly moves through 
states C and D to the fast sweep. 
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A High-Performance 

Beam Tube for Cesium 
Beam Frequency Standards 

The benefits are significant improvements in 
accuracy, short-term stability, settability. 
and sensitivity to external dc magnetic fields 

By Ronald C. Hyatt, Louis F. Mueller and Terry N. Osterdock 



THE CESIUM BEAM frequency standard is the 
most accurate commercially produced instru- 
ment in the world. Its output frequency conforms 
to international standards within parts in 10' '. It is 
a primary frequency standard, which means that 
any cesium beam standard can be aligned independ- 
ently and will produce the accepted standard fre- 
quency within parts in 10". Most nations' frequency 
and time standards are based on commercial or 
specially built cesium beam standards. Navigation 
systems (Loran C, Omega, Apollo), communications 
systems, calibration laboratories, and a variety of 
scientific endeavors also depend upon the precise 
time and frequency information provided by these 
instruments. 













r • k i» 







Fig. 1. HP 5061 A Cesium Beam Frequency Standard is 
now available with standard or new high-pertormance 
cesium beam lubes. The high-perlormance lube's speci- 
fications guarantee 30% better accuracy, ten times better 
short-term stability, seven times better settability, and a 
lactor ol ten reduction in sensitivity to external dc mag- 
netic Ileitis. 



Hewlett-Packard produced its first cesium stan- 
dard, Model 5060A, in 1964. The current version, 
Model 5061A (Fig. 1), has an accuracy specification 
of ±1 X 10 ", twice as good as that of the 5060A, 
but it still uses the same basic cesium beam tube 
design. 

Now an entirely new high-performance beam tube 
has been developed [Fig. 2). Designated 5061A Op- 
tion 004. the new tube's specifications guarantee 
30% better accuracy, ten times better short-term 
stability, seven times better settability, and a factor 
of ten reduction in sensitivity to external dc mag- 
netic fields. 

The 30% increase in accuracy, from ±1 X 10" 
to ±7 X 10 is the result of increased microwave 




Fig. 2. High-pertormance beam lube (right) is mechani- 
cally and electrically compatible with the standard tube 
(letl). Retrofit kits will be available lor upgrading existing 
5060A and 506 1 A standards. 
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cavity length, a reduction in cavity phase shift by- 
improved cavity design and manufacturing tech- 
niques, and an improvement in C field homogeneity. 
The improved accuracy can be significant, for ex- 
ample, where a remote site needs to be synchro- 
nized with a standard to microsecond accuracy. The 
frequency of "flying clock" visits to the remote site 
can be considerably reduced if the site has one of 
the new beam tubes. 

The factor of ten improvement in short-term sta- 
bility for averaging times greater than 0.1 second 
makes it possible to compare two standards using 
the new tubes to a one-sigma accuracy of ±1 X 10 '■ 
in 100 seconds. With standard beam tubes, it would 
take two hours to get the same accuracy. The better 
stability of the new tube results largely from in- 
creased cesium beam flux, which improves the sig- 
nal-to-noise ratio of the output. 

When a cesium beam standard needs to be ad- 
justed to exactly the same frequency as a reference 
standard, the new beam tube makes this possible 
to within ±1 X 10", a considerable improvement 
in settability over the ±1 X 10 " of the standard 
tube. A finer C field control and a built-in degauss- 
ing coil contribute to the improvement. 

Better magnetic shielding in the new tube reduces 
frequency changes caused by a 2 gauss external 
magnetic field to less than 2 parts in 10". This is 
significant in flying clock applications or in labora- 
tories where equipment near the standard is being 
moved. Another feature, important in portable ap- 
plications, is the dual beam design of the new tube, 
which reduces sensitivity to acceleration and vi- 
bration. 



The new tube is somewhat heavier than previous 
beam tubes, and considerable attention was given 
to designing components to meet the shock and 
vibration requirements often specified for portable 
equipment. 

The improved performance of the new beam tube 
has been achieved without changing external di- 
mensions, power supplies, or connectors. Retrofit 
kits will soon be available for present users of 
5060A or 5061 A Cesium Beam Standards who want 
to replace their standard tubes with high-perform- 
ance tubes. 

Cesium Beam Frequency Standard Operation 

To understand the design of the new high-per- 
formance beam tube, it's helpful to know how the 
tube is used in a cesium beam frequency standard. 

Fig. 3 is the basic block diagram of a cesium beam 
standard. The output of the standard is derived 
from a 5 MHz voltage controlled crystal oscillator 
(VCXO) whose frequency is locked to a resonance 
of the cesium atom corresponding to a change in 
atomic state. 

The output of the VCXO is put into two channels. 
In one channel the 5 MHz signal is amplified anil 
then synthesized to produce 12.6317715959 MHz. 
The second channel phase modulates the 5 MHz 
signal at 137 Hz and then multiplies by 18 to pro- 
duce 90 MHz. Both signals are sent to the harmonic 
generator, where the 90 MHz is multiplied by 
102 to produce 9180 MHz. This is mixed with the 
12.6317715959 MHz signal to produce the resonant 
frequency of the cesium atom (in a magnetic field 
of approximately 0.06 gauss). 9.1926317715959 GHz. 
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Fig. 3. Output ot the cesium 
beam frequency standard comes 
from a 5 MHz voltage controlled 
crystal oscillator (VCXO) The 
VCXO frequency is locked to an 
invariant resonance ot the ce- 
sium atom undergoing a change 
ot atomic state in the beam tube 
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Fig. 4. Major components ol a 
cesium beam lube. The cesium 
atoms absorb microwave energy 
and change state in the interac- 
tion region. The output, a cur- 
rent proportional to the number 
ot atoms that change stale, is 
sharply dependent on the mi- 
crowave trequency. 



The interaction of an oscillating magnetic field at 
this frequency with the cesium atoms in the beam 
tube produces the appropriate atomic state changes 
and provides an output current consisting of an 
average dr. value and ac components at 137 Hz and 
harmonics. 

If the VCXO frequency is exactly 5 MHz the beam 
tube input frequency is exactly 9.192631771595!) 
GHz and the output current is modulated at even 
harmonics only, primarily the second harmonic, 274 
Hz. If the VCXO frequency differs from 5 MHz the 
output current modulation will have a 137 Hz com- 
ponent whose amplitude indicates the difference 
between the beam tube input frequency and the 
cesium resonance frequency, and whose phase in- 
dicates the sign of the difference. 

The output current is amplified and synchro- 
nously detected using as a reference the oscillator 
that generates the 137 Hz modulation. The syn- 
chronous detector and an integrator produce an 
error signal that is used to adjust the 5 MHz VCXO. 
Thus, the VCXO is controlled through the servo 
loop containing the beam tube to produce a very 
stable 5 MHz output signal. 

High-Performance Beam Tube 

The new high-performance cesium beam tube is 
a dual beam passive atomic resonator that has a Q 
of approximately 2.5 X 10 7 and an output signal- 
to-noise ratio of approximately 4500. All the non- 
electronic components necessary for cesium beam 
tube operation are contained inside the beam tube 
vacuum envelope, which is also a structural mem- 
ber and provides the means of mounting the beam 
tube in the instrument. 

The functional components inside the tube (see 



Fig. 4) are: the cesium oven, which produces two 
ribbon-like beams of Cs atoms; the state selector 
magnets, in which a magnetic field gradient sepa- 
rates the cesium atoms into two energy groups; the 
microwave interaction region, in which the change 
of atomic energy state occurs; the hot-wire detec- 
tor, which ionizes the cesium atoms that reach it by 
virtue of having changed state; the mass spectrom- 
eter, which spatially separates cesium ions from 
noise-producing ions such as potassium; the elec- 
tron multiplier, which amplifies the 10~' 2 ampere 
signal to a level where its amplified shot noise is 
larger than the noise levels in the subsequent elec- 
tronic circuits; an internal getter ion pump, used to 
maintain a high vacuum inside the tube; getters for 
collecting the expended cesium; and a set of mag- 
netic shields, which surround the interaction region 
with a minimum of three layers of magnetic 
shielding. 

There are also coils inside the magnetic shields. 
One is used to degauss the shields, and a set of coils 
generates the uniform magnetic field (C field) neces- 
sary for operation of the beam tube. 

The beam-optic geometry used in the tube was 
computer optimized to provide the best combination 
of narrow line width and high signal-to-noise ratio. 
The main reason for using dual beams is to minimize 
variations in the beam current caused by accelera- 
tion or rotation. The two beams also give twice as 
much signal, resulting in a 41% improvement in the 
signal-to-noise ratio. 

Cesium Oven 

The oven is the source of cesium for the beams 
and must perform several functions. First, it must 
form and aim the beams, and for this function a 
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dual mullitube collimator is used. Second, it must 
provide a means of controlling the temperature of 
the cesium so the desired beam intensity can be 
achieved. 

Third, the cesium, a metal that melts at 29 C, 
must be contained in such a manner that liquid 
cesium cannot escape from the oven. To accomplish 
this, the oven uses a stainless steel "sponge" and an 
anti-spill maze, followed by a conductance limiter 
to assure that even if a droplet of liquid cesium were 
ever to reach the chamber behind the collimator, it 
would evaporate out through the collimator faster 
than it could be replenished from the reservoir. 

Finally, the oven must completely contain the 
cesium supply during the tube bake [400°C] so that 
no cesium can escape the reservoir prior to the com- 
pletion of the beam-tube baking and degassing pro- 
cedures. To accomplish this, the cesium is contained 
in an ampoule that is closed by a thin stainless steel 
rupture disc. After processing, this disc is opened 
by discharging a capacitor through it, thereby melt- 
ing a hole that allows the cesium to escape from the 
reservoir. The cesium is cleaned and carefully de- 
gassed prior to being sealed into the ampoule both 



(F, m f ) 




0 06 gauss 



Magnetic Field Strength 



Fig. 5. Energy levels ot cesium are functions ol magnetic 
Held. For frequency control, the cesium atoms are induced 
to change irom the 3.0 state to the A 0 state. 



to prevent bursting the rupture disc during bakeout 
and to keep foreign gas from being liberated along 
with the cesium during normal operation. 

State Selector Magnets 

The state selector magnets use the variation of 
cesium-atom ground-state energy levels with mag- 
netic field, illustrated in Fig. 5. At zero field there 
are only two energy levels for neutral cesium atoms. 
However, the application of a small magnetic field, 
0.06 gauss for example, causes these two levels to 
split into a total of IB hyperfine levels, the higher- 
energy (F^4) group into nine and the lower energy 
(F=3) group into seven. At higher magnetic fields, 
say 10,000 gauss, there are also two distinct groups, 
but each has eight sub-levels. The 4, 4 sub-level is 
now grouped with the F 3 sub-levels. 

The state selector magnets produce a strongly 
inhomogeneous magnetic field with a maximum 
value of approximately 10.000 gauss. Since the en- 
ergy is a function of the field and the field is a 
function of position the atoms experience a force. 
Those in the F-3 sub-levels and the F=4, mp=— 4 
sub-level are deflected to the region of higher mag- 
netic field, while those in the remaining F = 4 sub- 
levels are deflected to the region of lower field. 
Thus the magnets spatially separate these two 
groups of atoms. 

Fig. 6 shows a representation of the dual beam 
tube in which the solid lines indicate the path of the 
atoms that contribute to the signal, and the dashed 
lines the path of the atoms that do not. Getters are 
used to capture the cesium atoms in the unwanted 
paths to prevent their diffusing through the tube to 
where they might be detected, thus decreasing the 
signal-to-noise ratio. 

Resonance Transition for Frequency Control 

For the control of frequency, the cesium atom is 
required to perform a resonance absorption of 
energy from the microwave exciting signal, corre- 
sponding to a transition from the 3,0 state to the 4,0 
state.* The frequency of this transition is defined 
for unperturbed atoms at rest as 9.192.631,770 Hz. 

In any practical device, however, this frequency 
is changed slightly by several effects. Two that are 
unavoidable result from the small applied magnetic 
field and the relativistic time dilation that occurs 
because of the velocity of the atoms in the beam. 
The correction for velocity is the transverse or 
second-order Doppler correction and is approxi- 
mately one part in 10". The dependence of the fre- 
quency on magnetic field is given by f = 9192631770 
+ 8.7026 X 10"'° f, 2 . where f and f : are in hertz. f«. 

■Tne difference in energy lifj Between me two sates is relates to the transition treouency t Dy 
AE-nt. wtiere ti is Wane* s constant 
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the Zeeman frequency, is the average difference in 
frequency between the 3,0 to 4,0 transition and the 
adjacent field-dependent transitions, f, has a nearly 
linear dependence on magnetic field, In HP stand- 
ards f, = 42,823 Hz. When all corrections are ap- 
plied the frequency of the 3,0 to 4,0 transition in HP 
cesium beam standards is 9,192,631,771.5959 Hz. 

For small fields, the frequency of the 3,0 to 4,0 
transition has only a quadratic dependence on mag- 
netic field, which means that the slope is zero at zero 
field. The consequent lower sensitivity to small mag- 
netic fields is the primary reason for choosing the 
3,0 to 4,0 transition, which is also known as the 
"field-independent transition" and the "clock 
transition." 

The transition occurs inside a shielded structure 
containing a microwave cavity. The cavity has two 
arms. Cesium atoms that pass the first state selector 
magnet, or A magnet, enter the shielded structure, 
interact with the microwave energy in the first arm 
of the cavity, drift for a time, interact again with the 
microwave energy in the second arm of the cavity, 
and then leave the shielded structure. The closer 
the microwave frequency is to the correct fre- 
quency, the more atoms will make the desired tran- 
sition. 

C Field 

Cesium-atom transitions are possible between any 



Fig. 6. Cross-sectional repre- 
sentation ot the new high-per- 
tormance cesium beam tube. 
Dual cesium beams give higher 
beam tlux, which improves the 
signal-to-noise ratio and short- 
term stability. A longer interac- 
tion region sharpens the reso- 
nance curve and improves ac- 
curacy. A new box-shaped C 
Held shield and an improved mi- 
crowave cavity also contribute 
to accuracy 

pair of sub-levels shown in Fig. 5 for which the sec- 
ond quantum number either does not change or 
changes by ±1 (Arm- = 0 or ±1). It would be de- 
sirable to operate in a field sufficiently small that 
all the transitions behaved as a single transition. 
This would give about seven times as much signal 
but would require that the field be kept lower than 
about 10 " gauss to avoid errors greater than 1 part 
in 10' 2 caused by line asymmetry. Fields this low 
cannot be obtained easily, so this approach is not 
used. Instead, a small field of about 0.06 gauss is 
applied and this separates the AniF = 0 transitions 
by about 40 kHz in frequency so that any unbal- 
anced residual overlap causes less than 1 part in 
10" error. This field is called the C field. 

Since the desired transition does have a small 
quadratic dependence on magnetic field the C field 
must be stable with time and uniform throughout 
the region between the arms of the microwave 
cavity. Sudden changes in field direction must be 
avoided everywhere since these might induce low- 
frequency transitions in the atoms that would mask 
the desired microwave transition. This effect be- 
comes more severe as the C field is reduced. 

The microwave transition overlap and the low- 
frequency transition problems push the choice of 
C field in the high field direction. The quadratic 
dependence of the desired transition on C field and 
the consequent requirements on field stability and 
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homogeneity push the choice in the low field direc- 
tion. Approximately 0.06 gauss is a fairly good com- 
promise. The exact value is chosen to simplify fre- 
quency synthesis of the microwave signal. 

The C field and shield design of the new high- 
performance beam tube are a significant departure 
from previous commercial practice. The magnetic 
structure of the standard tube has a U-shaped cross 
section. A coil is wound around the bottom of the 
U to generate the C field. There are rather severe 
edge effects, both at the ends and at the open edge 
of the U. This structure is surrounded by a box that 
has holes to let the beam through and the microwave 
power in. A cylindrical shield around the center of 
the tube completes the shielding on the standard 
beam tube. 

In the new beam tube a patented box-shaped- 
cross-section C field shield is used. The field is 
generated by a coil wound on the outside of the 
microwave cavity structure. The cavity provides 
support and positioning for the wires, which run the 
length of the cavity just inside the top and bottom 
of the box. Thus the winding forms a close-fitting 
solenoid inside the box. The hole where the micro- 
wave power is admitted is magnetically isolated by 
a baffle parallel to the top and bottom of the box. A 
winding on the baffle excites it so that it shunts no 
flux and therefore does not upset the magnetic field 
generated by the main C field winding. 

This box-shaped shield with its smaller openings 
has smaller edge effects and thus more useable 
space, permitting a longer drift region between the 
cavity ends. 

A second shield surrounds this C field shield, and 
one more shield completely surrounds the entire 
internal structure including oven, detector, state 
selectors, electron multiplier and getter ion pump, 
providing increased shielding to external fields and 
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Fig. 7. Improved magnetic shield design reduces sens/- 
tivity to external lields. Shown here is measured magnetic 
susceptibility ot a typical high- performance tube lor an 
six orientations ot a dc magnetic tield equal to 2 gauss. 
Specified maximum fractional Irequency change is ±2 
x f0*° 



increased immunity to magnetic materials outside 
the tube. The multiple shields also reduce external 
magnetic fields produced by the permanent magnet 
components in the tube. 

The improvements in the magnetic shielding of 
the beam tube markedly reduce sensitivity to ex- 
ternal dc magnetic fields. The magnetic suscepti- 
bility is shown in Fig. 7 for all six orientations of 
a dc magnetic field equal to 2 gauss. Frequency 
changes are less than -±2 X lfj' 13 for all orientations. 

Microwave Cavity 

The two-armed microwave cavity is a machined 
unit made from two identical halves fastened to- 
gether. Machined cavities are used because this 
method provides the required symmetry tolerances 
with better reproducibility and less cost than the 
previous method of bending and brazing monel 
waveguide. The new cavity is made to symmetry 
tolerances of 0.002 inch between the two arms. For 
reasons of electrical conductivity, high-conductivity 
oxygen-free copper is used. 

The field uniformity desired for the C field re- 
quires that the sides of the shield be held parallel 
within 0.00. r > inch. The machined cavity matches 
these tolerances nicely. 

Detecting the Transition 

In the second state selection magnet, or B magnet, 
cesium atoms that have made the transition from 
the 3.0 state to the 4.0 state are separated from the 
other atoms that were passed by the A magnet but 
have not made a transition. When the microwave 
frequency is correct, atoms that were in the 3,0 state 
are now in the 4,0 state and are directed by the B 
magnet toward the ionizer. The other atoms are di- 
rected away from the ionizer. 

The ionizer is a heated tantalum ribbon upon 
which the cesium atoms are ionized and then evapo- 
rated. The cesium ions then pass through a mass 
spectrometer. The function of the mass spectrom- 
eter is to remove common contaminants such as 
potassium that might cause noise bursts that could 
overload the amplifiers in the frequency standard 
and cause loss of lock. 

The ions that pass through the mass spectrometer 
are accelerated into a multistage electron multiplier, 
where the ion current is converted to an electron 
current and amplified. The output current of the 
electron multiplier is carried by a coaxial cable to 
the signal processing electronics. 

Output Current 

Fig. 8 is a recording of the output current of a 
typical high-performance beam tube as the micro- 
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f = 9192631770 + 8.7026 X 10" "V Hi 



3.0 —4,0 
Expanded 



360 Hi 



Transition: 
3,3—4.3 



l z = -*42.823 Hz- 





3.2-4.2 3,1*4,1 3,0-4,0 3.-1—4,-1 3.-2—4,-2 3.-3—4.-3 



wave frequency is swept. Each of the seven re- 
sponse pedestals is labeled with the transition that 
produced it. The center line of the center pedestal 
is the one used for frequency control. The other 
pedestals are also the result of transitions in which 
the second quantum number does not change, such 
as 3.-3 to 4,-3. which is the lowest-frequency 
microwave transition. 

The fine structure (Ramsey pattern) on the top 
of each pedestal is caused by the difference in phase 
between the applied microwave signal and the free 
precession of the cesium atom. The precession, cor- 
responding to the desired transitions being partially 
induced, is stimulated when the atom passes through 
the first arm of the cavity and its phase at that time 
matches the phase of the microwave signal. If the 
frequency of precession and the applied microwave 
frequency are equal, the phase difference is zero 
when the atom reaches the second arm of the cavity 
and the transition is further induced, leading to a 
maximum signal. Secondary maxima occur when 
the frequency difference is such that the phase 
difference is +2^, ±4-. and so on. Minima occur 
when the phase difference is -±-, ±3-. and so on. 
The spread in velocity of the cesium atoms causes 
the amplitudes of the maxima and minima to de- 
crease rapidly with increasing frequency difference. 

Narrow Line Width for Accuracy 

The accuracy and stability of the cesium beam 
standard are related to the width of the center peak 



Fig. 8. High-performance beam 
lube output current versus Ire- 
Quency. Each peak is labeled 
with the name ol the atomic tran- 
sition that produced it. 360-Hz 
line width ol the 3.0 to 4.0 peak 
is equivalent to a O ol approxi- 
mately 2 5 X 10'. 

in Fig. 8; the narrower this line width, the better 
the accuracy and stability. The new tube's line 
width is narrower, so the center of the resonance 
is more accurately determined by the frequency 
lock loop.* 

The line width is determined by the length of 
time the atoms spend in the region between the 
cavity arms. To maximize this time, slow atoms are 
selected and the distance between the arms is made 
as large as possible. The velocity distribution of 
the selected atoms is below the most probable ve- 
locity for the beam, but not so low as to cause un- 
acceptable reductions in signal, leading to poor 
signal-to-noise ratio. 

The most obvious step in increasing the distance 
between the arms is to reduce the space at the ends 
of the tube that are not used in the beam path. The 
design length for the new beam path is 15.25 inches 
out of an overall beam tube length of 16 inches. 
This compares with 14 inches for the standard tube. 
It was possible to design the oven and detector 
parts to accomplish this, yet retain the same loca- 
tion of parts for cabling and microwave inputs as 
in the standard tube, thereby retaining mechanical 
interchangeability. 

Short-Term Stability Improvement 

One of the important performance parameters 

•Besots narrower line width, mere are two other contributions to improved accuracy 
in the new beam tube. One is the improver! cavity, in which differential phase shifts 
between the cavity arms are smaller. The second is the new C field structure, which 
gives a more homogeneous field than earlier designs. 
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Fig. 9. Frequency stability ot high- performance and stand- 
ard beam tubes. Short-term stability specification ol the 
tube tor averaging times ot one second or more is ten 
times better than that ot the standard tube and is com- 
parable to that ot rubidium-vapor frequency standards. 

for a cesium beam standard is the fractional fre- 
quency fluctuations of the output as a function of 
time. The ideal standard would have no variations 
in output frequency, regardless of averaging time. 
However, due to finite signal-to-noise ratios in the 
quartz oscillator, cesium resonator, and electronics, 
perturbations in the output frequency do occur. 

Fig. 9 compares the stability of the high per- 
formance tube to that of the standard tube. The 
frequency stability is dependent on the inverse of 



the square root of the averaging time t (see Appen- 
dix), i.e.. 

This equation holds down to a few parts in 10". 

The value of K has been reduced by a factor of 
ten for the high-performance resonator. Therefore, 
to achieve a given stability, the required averaging 
time has been reduced by a factor of 100. 

This is a very significant improvement in aver- 
aging or measurement time. Because of it, the aver- 
age frequency difference between two high per- 
formance standards can be measured to the same 
accuracy in 1 /100th of the time required for stan- 
dard tubes, or the accuracy can be improved by a 
factor of ten in the same measurement time. 

In Fig. 10, the accumulated phase difference be- 
tween two high-performance instruments is com- 
pared with the accumulated phase difference be- 
tween a high-performance tube and a standard in- 
strument. The improvement in frequency stability 
with the high-performance tube is evident. 

Degausser Improves Settability 

Another potential source of frequency instability 
is magnetic domain relaxation that can occur in the 
magnetic shielding and C field structure. When a 
change is made in the C field, the shields take a 
relatively long time to relax, or reach equilibrium. 
Relaxation can also occur due to changes in ex- 
ternal magnetic fields, temperature changes, power 
interruptions, and shock. 

Relaxation changes the value of the static mag- 
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Fig. 10. Accumulated phase dif- 
ference between two high- pet- 
tormance cesium beam fre- 
quency standards (a) and 
between a high-performance 
and a standard instrument tb). 
Quietness ot (a) demonstrates 
the stability improvement ot the 
new beam tube. 
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netic field established by the stable current flowing 
through the C field winding. Since the frequency 
of the resonator depends on the value of the C 
field, relaxation produces frequency changes in the 
standard. 

For this reason, the improved tube has a built-in 
degausser coil that provides a means of hastening 
the relaxation of the magnetic domains to equilib- 
rium. This complete degaussing provides improved 
repeatability and settability. 

Degausser Accessory Model 10638A provides low- 
frequency alternating current to the degausser coil 
in the Cs resonator. The degausser should be used 
after initial turn-on of the instrument, exposure to 
external magnetic fields, and any change to the C 
field control. Degaussing takes about 20 minutes. 

The degausser has two maximum current levels. 
The high current level is used for the initial degauss 
or any time the standard has been turned off. The 
high-level degauss should always be followed by 
a low-level degauss. The low current level produces 
negligible effect on the frequency of the standard 
and so may be used without interrupting the use 
of the standard as a clock. This is very important, 
because it allows very small, precise changes in 
frequency to be made by C field adjustments with- 
out interrupting the standard and without a long 
settling time. 
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Fig. 11. Typical settability ol the new high- performance 
cesium beam frequency standard. C tieid dial was 
changed by 40 divisions (IX 10 ") in each direction and 
returned to the starting point. Residual errors were as 
shown Observation time was sufficient lor a one-sigma 
accuracy ot 1 X TO ". 



Current 5061A Cesium Beam Frequency Stan- 
dards are equipped with a higher-resolution C field 
control. This control makes it possible to take ad- 
vantage of the improved settability of the high-per- 
formance tube and degausser to make very small 
changes in output frequency. The resolution of the 
C field control has been increased to 2.5 X 10 " 
from 3 X 10 ". 

Settability and repeatability of the new tube are 
demonstrated by the actual performance shown in 
Fig. 11. The C field control was changed by 40 di- 
visions (1 X 10 '-) and the residual error is shown 
as a function of C field control. In all cases the 
error is less than 1 X 10"". 
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Appendix 

Short Term Stability 



Frequency stability can be characterized in [he Ireguency or the time 
domain Speclral density ot trequency and phase ate the most common 
parameters in the frequency domain Sample variance or standard devi- 
ation is the most common parameter in the time domain 

Consider a signal whose instantaneous voltage V(t) may be written 



vtt) = |v o +«(t)| sm ftrrf+WH 

V 0 — nominal amplitude 
r ■ nominal trequency 



0) 



II id) and «(t) are small, men ine instantaneous fractional trequency 
deviation can be defined as 



Af/t - y(t) 
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dt 
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The spectral density of trequency fluctuations is then S,(f) and the 
spectral density of phase is S$(f) 
These two quantities are related as follows 



S, (0 



(3) 



In the time domain, the sample variance is the most useful measure 
of the time dependence of the frequency 
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. a(t. + T)-a(i.) 

where y. - 



<o,>> denotes the infinite time average 

However, as N-» as. does not converge for S r (f) containing lerms 
dependent on f- where -x<n<-1 

To compare data on a common base, it is important to specify N and 
T The preferred definition is N=2 and T = r. This definition, known as 
Ihe Allan variance, may be written 



(2,') 



In a real situation the infinite time average cannot be realized, so a 
Imile number of samples must be used Then 
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t.me average c: 
used Then 

The 'elation between S,(f) and 0,' li 
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The dominant spectral denjity tor the cesium resonator is given by 

S,(t) = h,, (8) 
that is. me frequency noise is white noise Thus 

«,« (2,r) = n„/2r (9) 
This dependence an averaging time holds lor 
10" <r <10* seconds 

for the5061A 

Reference Character ration of Frequency Stability," U S National 
Bureau of Standards Technical Note 394, October 1970. 
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SPECIFICATIONS 

HP 5061A Cesium Beam Standard 
Option 004 
High Performance Cesium Beam Tube 



ACCURACY: maintained over a 
temperature range of 0 to 
SO'C and magnetic fields up 

to 2 gauss or any combi- 
netlon thereof. 


Standard 
Beam Tube 

= 1 x 10- 


Option 004 
High-Performance 
Beam Tube 

±7 X 10- •' 


REPRODUCIBILITY 


±5X10-" 


23X10-" 


SETTABILITY (Fieauencyi 


±7X10-" 


±1X10-" 
(with 1063SA 
Degausser) 


LONG-TERM STABILITY (for 
life of cesium beam tube) 


±5X10"" 


-3x 10-" 


DC MAGNETIC FIELD 
STABILITY: frequency 
change, any orientation 
In a 2 gauss field. 


±2X10"" 


±2X10-" 


TIME CONSTANT: 

(quartz oscillator control loop) 


1 and 60 s 


1 s 


WARM-UP TIME (at 25 Cl 


45 min 


30 mln 


BEAM TUBE WARRANTY 


3 years 


14 months 
(10,000 hr) 



FREQUENCY STABILITY: See Fig. 9. page 21 . 
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PRICES IN U.S.A.: HP Model 506IA with standard beam tube, 
$16,700 

Option 004 Hlgh-Performance Beam Tube, 
add S2160 
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